Long-term retrospective analysis of twenty-three Proplast-Teflon temporomandibular joint interpositional implants.
This retrospective analysis reviews 15 patients with a total of 23 Proplast-Teflon interpositional implants. Most of the implants have been removed because of implant fragmentation and giant-cell inflammatory reaction. Recommendations for continued long-term care of patients with such implants are offered.